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IS : 1448 [P: 121 } - 19S* 

Adopted : 28 November 1986 
( Reaffirmed 2003 ) 

Irutifflt Standard 

METHODS OF TEST FOR PETROLEUM 
AND ITS PRODUCTS 

[ P :121 ] 

BARIUM IN LUBRICATING OIL 
ADDITIVE CONCENTRATES 

UDC62H92: 543 [546*431 ] 

Adopted with permission from the Institute of Petmlem Standard 
No. IP 271/70 ( Reapproved 1984 ) 

1. SCOPE 

1.1 This method describes a rapid procedure for the determination of 
barium in lubricating oil additive concentrates* containing not less than 2 
percent barium, provided that other meiajs which form insoluble sulphates, 
for example, lead, are absent. Calcium at similar concentrations to the 
barium does not interfere. 

2. OUTLINE OF METHOD 

2.1 The sample is oxidized by means of concentrated sulphuric and nitric 
acids and the barium weighed as sulphate. 

3. APPARATUS 

3.1 Muffle Furance — capable of maintaining a temperature of 600 ±25°C. 

4. REAGENTS 

4.1 Sulphuric Acid — relative density 1*84 ( 98 percent by mass ). 

4.2 Nitric Acid — relative density 1*42 (70 percent by mass ). * 
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5. PROCEDURE 

5.1 Accurately weigh into a 250-ml lipped beaker a quantity of sample 
containing if possible 0*06 to 0*12 g of barium, but not weighing more than 
2g. 

5.2 Add 10-ml concentrated sulphuric acid, cover the beaker with a watch 
glass, and place it on a hot plate. 

5.3 As soon as white fumes appear, slowly add approximately 2-ml of 
concentrated nitric acid down the side of the beaker by means of a 
dropper fitted with an acid-resistant teat and take down to white fumes 
again. Repeat this process until a clear, pale yellow solution is obtained. 
Take care to avoid spattering during this stage. 

5.4 Allow the liquid to cool, insert a boiling stick, and then carefully 
dilute to approx 175 ml with water, taking care to wash off any precipitate 
adhering to the watch glass. 

5.5 Place the beaker on a hot plate, boil gently for 15 minutes and then 
transfer to a steam bath for at least one hour. 

5.6 Filter the contents of the beaker through a No. 4 porosity tared 
porcelain filter crucible of 20-ml capacity approximately using a rubber 
policeman to loosen any precipitate adhering to the beaker. Wash the 
precipitate thoroughly with hot water. 

Note — An ashless filter paper may be used instead of a filter crucible. This 
should be dried and ignited in a tared platinum or silica crucible. 

5.7 Dry the filter crucible at 100 to 120°C then ignite it at 600 ± 25 °C 
for 30 minutes. 

5.8 Cool the crucible in desiccator, and reweigh. 

5.9 Repeat the ignition and weighing procedures until the mass is constant 
and record the mass of barium sulphate obtained. 

6. CALCULATION 

6.1 Barium, percent by mass — = — 

iS 

where 

A = mass in g of barium sulphate; and 
B — mass in g of sample. 
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7. REPORT 

7.1 Report the result to three significant figures as barium content, percent 
by mass. 

8. PRECISION 

8.1 The precision of this method has not yet been established. 

Note — A limited correlation programme on a sample containing 3*5 percent 
by mass of barium and a similar concentration of calcium gave the following data: 

Repeatability Reproducibility 

008 0*14 
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